Instead of measuring the temperature gradient along the long axis of the coil, the coil substrate temperature (on the backside of the coil) was measured. In Table S1 , the temperatures near the liquid nitrogen inlet and outlet region were initially different. After 10 minutes of cryo-cooling, they converged and then reached below 15 -190°C after 20 minutes. There was no temperature gradient along the coil axis. -191 -188 20 -192 -190 25 -191 -193.2 30 -192 -193 20 Electronic Supplementary Material (ESI) for Lab on a Chip This journal is © The Royal Society of Chemistry 2011
